The superimposed high-frequency jet ventilation is a jet ventilation technique that allows the surgeon to operate in a system open to the outside endoscopic surgery in the area of the vocal cord level. Although the clinical application is uncomplicated, the possible mechanisms of the gas flow in the jet laryngoscope are largely unknown. In the performed calculations for this work, the CFD software package Fluent is used with the preprocessor GAMBIT. After creating the geometry and networking of the jet laryngoscope in the preprocessor GAMBIT, the boundary conditions and input parameters in the solver are defined. This is followed by iterative calculation using Fluent and the tabulation of results. Ventilation is provided by an electronic respirator specially developed for the endoscope. There is a bidirectional gas flow in the jet laryngoscope. The free jet characteristics of the jet beam can be confirmed. Entrainment depends on pressure and on the gas velocity. The arrangement of the nozzles enables jet ventilation in stenosis. CFD analysis enables the representation of a continuous progress of the pressure as well as the representation of the continuous profile of the velocity in the investigated endoscope. Additionally the practical application for intensive care ventilation is shown.
Introduction
Jet ventilation in medicine means the administration of small to the smallest gas volumes (1-2 ml/kilogram per body weight) with a high frequency from a nozzle or special adaptors to ventilate a patient. This ventilation is used in surgical surgery as well as in intensive care medicine. In contrast to the dynamics of a sustained flight jet beam, the jet stream in medical application is only supposed to expand the lung during the inspiratory phase. Thereafter, the expiration should be passively carried out by sifting the air supply. But in the expiratory phase, the air should not be completely exhaled. A positive end-expiratory pressure (PEEP) should prevent a collapse of alveoli. In case of surgery on the larynx as well as in the trachea, both the surgeon and the anesthetist interfere in the same working area. An often used endotracheal tube ensures the mechanical ventilation and, however, represents a massive disability for the surgeon. One possibility is the use of thin endotracheal tubes to provide the surgeon more space for his operational activity. Alternatively, however, techniques were developed in which the gas flows without endotracheal tube through the surgical area directly into the trachea. One possibility is the use of an endoscope in which nozzles for jet ventilation are integrated. The gas emerging from the nozzles flows through the endoscope and through the vocal cord plane into the trachea.
Computational fluid dynamics (CFD), a viable method for analyzing flow behavior, is well established for the investigation [1] of fluid mechanics. In recent years this method has been applied in the medical field to better understanding the behavior of gas currents in the human lung [2, 3] . Furthermore, technical issues related to mechanical ventilation can be solved by CFD. High-frequency ventilation (high-frequency jet ventilation, jet ventilation) is a ventilation technique that is characterized by the application of a small tidal volume through a variable nozzle, usually at high frequency [4] . Jet ventilation enables the transport and administration of small volumes of compressed gas at high pressures through a thin catheter or small metal tubes whose ends have the characteristics of a nozzle. However, the use of tubes or catheters involves the risk of dislocation or kinking, with the subsequent obstruction of the gas flow [5] [6] [7] .
Superimposed high-frequency jet ventilation (SHFJV) is a simultaneous, combined application of low-and high-frequency jet ventilations [8] . Jet ventilation is characterized by the appearance of some physical effects whose characteristics make them feasible for mechanical ventilation in endoscopic surgery. One of these effects is the free jet character of the gas flow. The respiratory gas is to be transported in an outward open system from the jets through the vocal cord level in the lung. After the exit of the gas from the nozzle, it moves at the SHFJV over a short distance as a free jet in the direction of the vocal cord level. When the gas leaves the nozzle, the energy of the gas is sufficient to produce a forward pressure thrust. The gas then flows with a reduced controllable pressure needed for mechanical ventilation through the endoscope and glottis into the lungs. Another characteristic of this free jet is an entrainment [9] of the surrounding air. Thus, the enriched oxygen gas coming out of the jet is reduced in its concentration. These physical effects are applicable to jet ventilation and in particular for the superimposed high-frequency jet ventilation. Although this technique was initially developed for operations on the vocal cords in adults, the spectrum of this technology has expanded. Thus, this technique is particularly suitable for children, because of the limited space and the difficult working conditions for the surgeon. Furthermore, the operating range has been extended to the subglottic space and tracheal space. The anatomical relationships are not changed. Another crucial aspect is the use of jet ventilation in high-grade stenosis [10, 11] . The localization of these pathological changes which lead to a reduction in cross section for the gas flow can be localized above, directly in the vocal cord or even below. From a medical-technical point of view, it is necessary to administer the gas jet with a higher pressure in order to maintain a sufficient tidal volume behind the stenosis in the lung. At the same time, however, it must be ensured that the applied gas volume behind the stenosis does not lead to hyperinflation of the lungs. Hyperinflation of the lungs can cause barotrauma due to a blockage of the gas outflow. The question that arises is can the pressure behind the stenosis be higher than the pressure before the stenosis, with this ventilation technique? Current clinical results show that in no case a barotrauma occurred even in cases of severe stenosis [12] . However, publicized data on the validation of the general gas behavior and flow patterns within the jet laryngoscopes is still absent in the literature. The aim of this study was to analyze fluid dynamic processes within the jet laryngoscope by a flow simulation. The behavior of the combined low-and high-frequency jets should be investigated in the endoscope. The entrainment of the gas caused by the two jets with the characteristics of free flow is to be analyzed in its behavior. Subsequently, the behavior of the distribution of the flow and the pressure in a stenosis is to be examined. The potential risk for barotrauma using supraglottic jet ventilation in the presence of a stenosis is to be investigated.
Material and methods

Jet laryngoscope
The jet laryngoscope (comp. Carl Reiner, Vienna, Austria) contains two metal jets welded to the side of the endoscope. The jets are directed downward and end at the inside wall of the laryngoscope with an opening into the lumen. The alignment of each jet stream is based on an imaginary center of the distal end of the laryngoscope, implying that this stream is continued along a median line into the trachea. The openings of the jet nozzles are positioned in the upper third of the endoscope and not at the top of the endoscope. An additional line is affixed to the right side of the laryngoscope. This line ends at the tip of the laryngoscope and solely served to pressure monitoring. Two jet streams with different frequencies were applied simultaneously. The continuous high-frequency jet stream is applied during expiration period and superimposed during the inspiratory phase of the low-frequency jet ventilation. The low-frequency jet stream resulted in phased airway pressure changes analogous to conventional ventilation with 12-20 bpm and provided the upper (higher) pressure level. The high-frequency jet stream has a frequency of 100-1500 cycles/min and is creating the lower pressure level corresponding to a positive end-expiratory pressure (PEEP). The released gas has a pressure of 1-1.5 bar, which declines hundredfold upon reaching the vocal cords resulting in a pressure of 10-15 mbar at the distal endoscope opening. The two jet streams are administered by an electronic respirator (Figure 1 ).
Geometry of the model
For creation of a geometry model, GAMBIT software was used. To reduce computing time, minor simplifications to the model had to be made. The entry and exit diameters of the laryngoscope were approximated to an elliptical form (entry, a = 13 mm and b = 8 mm; exit, a = 7 mm and b = 4 mm; a and b are the semiaxes of the ellipses). The nozzles were depicted as section planes in Fluent to ensure accurate depiction of peripheral airflow conditions. The total length of the laryngoscope was 165 mm, and the angle of oxygen entry was 28°, while the distance between nozzle and gas release diameter was 48 mm for low-frequency and 68 mm for high-frequency ventilation. The inner nozzle diameter was 1.7 mm.
The network model
Connection simulation (Figure 2 ) was also done by GAMBIT software in the following manner: Firstly, the segments immediately before and after the laryngoscope entrance and exit diameter were configured according to the Cooper regimen. The front surfaces were connected to the elements of Hex/Hedge type. This implies that hexahedral (six-sided) elements were primarily used, unless wedge elements were required. For the middle segment, the Cooper regimen could not be used, because of the presence of the nozzles. The elements were connected according to the Pave system, which is not compatible with the Cooper regimen. This area around the nozzles was analyzed with higher resolution, because of the essential character of this area for the results of our study. An edge plane was applied to the wall of the laryngoscope. The properties and quality of the resulting network are:
• 64.591 nodes, 104.056 volume elements.
• The aspect ratio was limited to a value of <5, except in the outer segments where a ratio of 10 was deemed acceptable (The aspect ratio is only greater than 3.6 in the outer segments.).
• The average skewness factor was limited to 0.33, and the maximum to 0.95 (0.17 and 0.94, respectively).
• The maximal squish index value was 0.99 (0.84).
Fluent
Fluent is a software solution utilizing the finite volume method to solve the problem at hand. Before the iterative solution process can be undertaken, certain settings with significant relevance need to be defined.
Settings
Solver
The pressure-based solver was selected.
Turbulence model
Because of the relatively high Reynolds values (44,000 and 28,000) of the laryngoscope entrance and exit zones, the airflow in the laryngoscope is turbulent. For numerical calculation the realizable k-E value was chosen, because the standard κ-ε model was not suited because of its weakness in calculation of sudden acceleration. Finally, the realizable κ-ε model was chosen
Species
Air and pure oxygen were defined as present substance in the presented model to determine the specific oxygen density at the exit diameter. The model allowed for the normal oxygen concentration of pure air (21%), because the Fluent software does not incorporate this correction factor automatically.
Boundary conditions
• Entrance diameter Pressure inlet with surrounding pressure. The utilized value is an approximation, due to the fact that the pressure upon entry is not constant, but depends on the pressure of both end stream nozzles. The higher the entrance velocity of the applied gas is, the higher the negative pressure of the entrance diameter becomes.
• Exit diameter
Pressure outlet with an assumed pulmonary pressure of 30/15 mbar • Jets (nozzles) Pressure inlet with 0.8 bar pressure at the low-frequency nozzle and 1.3 bar at the high-frequency aperture • Wall
Solution controls
The settings of iteration, under-relaxation factors, and residuals were adapted to the stage of computation.
Steady flow
The pressures at both jets were assumed to be constant. The following conditions ( Table 1) were analyzed.
Unsteady flow
The instationary current at the low-frequency nozzle is not constant, but varies between 0 and 1.3 bar, alternating every 2.5 sec. To accommodate this fact, a user-defined function (UDF) was programmed and added to the simulation. The pressure at the high-frequency nozzle was assumed to be constant.
To ensure accurate results for each time interval, each time interval should be short enough. Utilizing the Courant-Friedrichs-Lewy (CFL) value, every time step can be predicted sufficiently. The implied solver should be approximately 10.
∆t < CFLmin * ∆x ___ U Δx, element length; U, velocity. Because the net is smallest and the velocity is highest as the nozzle exits, the time interval was estimated according to this data. This computes to Δt of 5e-6 s (Δx = 0.17 mm, U = 350 m/s), which in turn implies 20.000 intervals per second.
Results
Cases with stationary pressure with different pressure conditions and the effect of a stenosis were simulated. Simultaneous high-and low-frequency jet ventilation (Case A) is applied at an intrapulmonary pressure of 30 mbar. In this case, maximal velocities of 295 m/s could be measured at the low-frequency nozzle. The velocity
Pressure (low-frequency jet) [bar]
Pressure drops rapidly to a value of 43.2 m/s at the laryngoscope exit (Figure 3) . The vector field (Figure 4 ) of the measured velocities of the high and low frequencies of gas current depicts the gas flow toward the lungs, and the simultaneous exit flows out of the lung contralaterally, allowing for an additional recirculation component on the opposite side of the nozzles. A negative pressure (Figure 5) is created due to the free jet characteristic of gas flow directly after having left the nozzle. These results in surround room air are sucked from the open end to the atmosphere.
Change in pulmonary pressure
Further simulation of the flow characteristics inside the jet laryngoscope, assuming a lower pressure in the lung (15 mbar) . At first glance it is obvious the velocities along the z-axis rise ( Table 2 ) when the opposite force in the lung is lower. The combined application of high-and low-frequency jet ventilation at unchanged high "driving pressure" as in Case A shows that, with low pulmonary pressure (15 mbar), the velocities in the entrance and exit zones are markedly higher. Case C of single low-frequency jet ventilation exhibits a higher velocity as the single high-frequency jet (Case B) ventilation. However, the increased gas velocity results in a raised entrainment of air, reducing the oxygen concentration in the exit zone. Table 3 shows that the mass transport is directly proportional to the velocities. Figure 6 shows (Case A) the development of the gas flow with a lower intrapulmonary pressure. But here, too, there is a bidirectional gas flow.
Stenosis
This simulation attempted to imitate laryngeal pathology with stenosis by reducing the cross section at the tip of the laryngoscope. In this study, a short yet circular stenosis was examined (Figure 7 ) similar to a clinical situation. The half-axes of the cross section were reduced from 7 to 4.5 mm and from 4 to 2.5 mm, which meant a reduction of 60% in diameter. For further simulation the system was extended after the stenosis by a piece of pipe. The remaining conditions are identical to Case A (combined high-and low-frequency jet ventilation). The intrapulmonary pressure Table 2 .
Comparison of two different lung pressures (15 vs. 30 mbar). Behavior of flow velocities (m/s) and the oxygen content (%) at the entrance and exit of the jet laryngoscope at three different ventilation modes (Cases A, B, and C).
CFD Analysis of Flow Characteristics in a Jet Laryngoscope and the Different Application Forms… DOI: http://dx.doi.org /10.5772/intechopen.85535 was set at 15 mm. The reduction of ventilation diameter has the following implications: Proximal to stenosis the pressure rises (45 mbar), resulting in a reduction in velocity (approx. 20 m/s) before increasing once again (Figure 8) in the region of the stenosis and immediately post-stenotically (70 m/s) until a stable velocity of Table 3 .
Mass transport at the outlet cross section. 25 m/s is reached. Simultaneously, there is a bidirectional gas flow in the laryngoscope again. (Figure 9) shows the pressure distribution at the stenosis. The pre-stenotic pressure corresponds to a dynamic pressure. It is important to note that despite the pre-stenotic pressure being relatively high, there is an obligatory drop in poststenotic pressure (Figure 10) . This results in an increase of lateral backflow and in consequence reduced entrainment. (Figure 11) shows the vector field of the velocity in the area of stenosis. Localized recirculation can be seen. There is a backflow both before and after the stenosis. 
Discussion
When reflecting on currents in tubes with round cross sections, a laminar airflow with parabolic velocity profile primarily springs to mind [13] . The current can present itself in a completely different matter and is illustrated by the airflow dynamics of the laryngoscope. Unique current patterns and pressure dynamics are created due to the technical specifications of the laryngoscope. Although the jet ventilation technique is a recognized and widely used method of jet ventilation technique [14, 15] , no data on airflow and pressure dynamics have been published to date. As shown by the data, both gas nozzles emit gas with the characteristics of a free jet [16, 17] . The free jet involving friction [18] then undergoes the typical expansion of the jet. While the nozzle produces a high entrance velocity, the velocity drops downstream due to energy loss of the projected fluid beam because of friction with the surrounding fluid. An entrainment [19] of air is induced at the edges of the laryngoscope due to the big difference in velocity between the free beam and the fluid in the laryngoscope. This, in turn, results in the reduction of oxygen by room air. Nevertheless, our results indicate that this entrainment includes a fraction of the projected gas, so that we could show an additional recirculation component of the projected gas when utilizing simultaneous high-and low-frequency jet ventilation. The lower the acceleration of airflow from the nozzles is, the smaller entrainment could be measured. These phenomena depend on the pressure of the jet gas, the gas velocity [20] , and as Koller et al. [21] have already shown the localization of the jet nozzles.
As our results show, the gas flow can be described as asymmetrical and simultaneous bidirectional. The asymmetry is caused by the positioning of the jet nozzles. On the side of the nozzles, the jet gas flows in the direction of lungs with a high z-axis velocity. Even though the primary velocity of the emitted gas at the nozzle can be as high as 300 m/s, it reduces speed to 70 m/s at the tip of the endoscope. Because the velocity is only very high at the nozzle exit, it is acceptable to observe the common respiratory gases as incompressible fluids [22] . The term simultaneous bidirectional describes the synchronically process of gas transfer into the lung and from the lung by the continuous high-frequency jet ventilation. The low-frequency gas application takes place discontinuously.
Stenosis
The clinically relevant scenario of laryngeal or subglottic stenosis and obvious reduction of ventilation diameter (stenosis) is found at the tip of the endoscope. In contrast to previously publicized studies, which assume the nozzles of jet ventilation lie in close proximity to the tip of the endoscope [23] , our supraglottic jet ventilation model uses the clinically accurate gas release point, located more proximally. Therefore, presuming that the previously published data is based on a gas release point of 1 cm proximal to the endoscope tip, this data is an incomparable data based on a proximal release point for supraglottic jet ventilation, which lies 6-8 cm proximally to the endoscope tip. Additionally, the pre-stenotic pressure plays an essential role in the gas passage through the stenotic pathology. It is not surprising that, as our results indicate, the pre-stenotic pressure drastically rises, while the velocity drops. The reduction in diameter is however also responsible for the increase in localized back draft and reduced entrainment. As we could show, there is also a pressure drop within the stenosis, which is also pronounced immediately after passage through the stenosis and continues for a finite distance post-stenotically. The fact that the pre-stenotic pressure is high and low in the post-stenotic area is not surprising from a fluid mechanical view. Our results show that in our case, the gas velocity drops pre-stenotically, just to rise again within the stenosis, only to drop again after the stenosis. The results demonstrate that the pressure during inspiration is higher in front of the stenosis than after the stenosis. Since stenosis represents an abrupt cross-sectional constriction, the Bernoulli equation may be included in fluid mechanical considerations only in enlargement by an operating element and pressure loss coefficient [24, 25] . Even though this physical law is widely known, many physicians and surgeons are unaware of its implication for laryngeal stenosis and often assume pressure to be higher poststenotically [26] . DOI: http://dx.doi.org/10.5772/intechopen.85535
Conclusion
Our results imply that if sole high-frequency gas dynamics can be compared to steady flow, then additional low-frequency gas flow should be seen as unsteady flow. It would be recommendable to investigate the transient case and add a userdefined function (UDF) to the calculation program to better understand and examine the gas flow within the laryngoscope. This notwithstanding, our data sheds new light on the flow patterns and dynamics of applied gas in the endoscope and contributes to a better understanding of jet ventilation as ventilation technique. This is especially true for the clinically highly relevant stenotic airway.
Respiratory devices
A new respiratory device (TwinStream, Carl Reiner, Vienna, Austria) has been developed for superimposed high-frequency jet ventilation (SHFJV) (Figure 12) . Although the new technique is successfully used in clinical studies [27] , there are few explanations about the structure and mechanism of the respirator. It is designed to allow both low-frequency and high-frequency jet ventilations simultaneously. An upper (plateau) and lower (positive endexpiratory pressure (PEEP) should be formed (Figure 13) . The effectiveness of this combination causes an increased efficiency of gas exchange [28] [29] [30] . In addition, the ratio of inspiratory duration and expiratory duration (I/E ratio) can be determined. In contrast to previously used proportional valves, four matrix valves are used each. The gas of the central gas supply is mixed in the chambersan algorithm recognizes the demand from the consumption (emission pressure, frequency, and I/E ratio) as well as the necessary oxygen mixture. Four matrix valves per medium (O2 and compressed air) tailed depending on the requirements and thus ensure the exact mixture. The chambers also allow intermediate storage and ensure that the gas output is constant and changes when the oxygen concentration changes. The advantages of the matrix valves are the shortest switching times, no friction losses, and trouble-free generation of high frequencies. All parameters are controlled via a programmable logic controller (PLC). The frequencies and pressures that can be used in different ways have significantly extended the spectrum of the respiratory device. Since the gas coming from the nozzles is not humidified and warmed up, an additional gas flow is added to this gas (bias flow). This gas is heated and humidified by a humidifier (Figure 14) .
In addition to its operational application, it can thus also be used in the intensive care with a jet modifier.
The superimposed high-frequency ventilation (SHFJV) respirator is flowvariable, time-controlled, and pressure-controlled ventilation. This form of jet CFD Analysis of Flow Characteristics in a Jet Laryngoscope and the Different Application Forms… DOI: http://dx.doi.org /10.5772/intechopen.85535 ventilation is closest to the conventional form of biphasic positive airway pressure ventilation. But it is a pulsatile ventilation. The low-frequency jet ventilation (NFJV) unit generates the upper pressure plateau during the inspiration phase (PIP-peak pressure). The high-frequency jet ventilation (HFJV) unit runs continuously and generates the lower-pressure plateau-positive end-expiratory pressure (PEEP).
The TwinStream jet ventilation system was developed for artificial ventilation of patients under anesthesia during diagnostic and surgical interventions in the Figure 15 . TwinStream connection diagram for use with jet instrument rigid bronchoscope (a), jet instrument rigid laryngoscope (b), jet converter (c) that allows continuous ventilation through an endotracheal tube or a laryngeal mask, and jet catheter (d) which can also be used for ventilation. Figure 16 . Connection schematic for the use in the intensive care.
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entire respiratory system. This ventilation system, with its special accessories and jet catheters, is appropriate for thoracic surgical use such as resection of the trachea (Figure 15) . First, results show that this respirator is suitable for the treatment in patients with ARDS, lung fistulas, or multiple trauma at the intensive care unit. This advanced application requires a jet modifier (Figure 16 ). In this jet modifier, the superposition of the jet gas and its transport during the inspiration into the lungs as well as the gas outflow in the expiration phase take place.
In addition to jet ventilation, there is application of high-frequency oscillation in intensive care medicine [31, 32] . It is a recognized procedure. If small tidal volumes are emitted from a nozzle during jet ventilation, the tidal volumes are generated and transported at the high-frequency oscillation by vibrations of a membrane with a high frequency. Both techniques lead to an improvement in gas exchange. For a long time, it was believed that this improvement was due to increased diffusion mechanisms. Improved radiological techniques, however, show that they are due to a recruitment of alveoli.
